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Lab on a stick: multi-analyte cellular assays in a
microfluidic dipstick†
Nuno M. Reis,*a Jeremy Pivetal,b Ana L. Loo-Zazueta,a
João M. S. Barrosb and Alexander D. Edwards*b
A new microfluidic concept for multi-analyte testing in a dipstick format is presented, termed “Lab-on-a-
Stick”, that combines the simplicity of dipstick tests with the high performance of microfluidic devices.
Lab-on-a-stick tests are ideally suited to analysis of particulate samples such as mammalian or bacterial
cells, and capable of performing multiple different parallel microfluidic assays when dipped into a single
sample with results recorded optically. The utility of this new diagnostics format was demonstrated by
performing three types of multiplex cellular assays that are challenging to perform in conventional dip-
sticks: 1) instantaneous ABO blood typing; 2) microbial identification; and 3) antibiotic minimum inhibitory
(MIC) concentration measurement. A pressure balance model closely predicted the superficial flow veloci-
ties in individual capillaries, that were overestimated by up to one order of magnitude by the Lucas–
Washburn equation conventionally used for wicking in cylindrical pores. Lab-on-a-stick provides a cost-ef-
fective, simple, portable and flexible multiplex platform for a range of assays, and will deliver a new genera-
tion of advanced yet affordable point-of-care tests for global diagnostics.
Introduction
The benefits of bioassay miniaturization are well described1
and in recent years increased interest in decentralised diag-
nostics has catalyzed the rapid development of several genera-
tions of microfluidic lab-on-a-chip systems including lab-in-a-
foil,2 lab-on-paper,3 patterned paper,4–6 lab-on-a-disk,7 lab-on-
a-DVD,8 lab-on-a-syringe9 and ‘Shrinky-dink’ microfluidics.10
Dipsticks are a far older testing format familiar in environ-
ments as diverse as the garden (soil pH strips), bathroom (uri-
nalysis strips and home pregnancy lateral flow tests), or phar-
macy (blood glucose or urinalysis strips), and can analyze
targets ranging from protons (pH paper) through to pro-
teins.11 Although dipstick tests are low cost and simple to
use, they are unable to assay particulate samples such as cel-
lular assays that measure or detect live cells.12 Current lab-on-
a-chip systems are unable to compete directly with lateral flow
tests with respect to simplicity of use and manufacturing
costs. There remains a need for a miniaturised platform capa-
ble of combining the reduced sample volume and assay times
of microfluidic systems together with the simplicity and low
cost of dipstick tests for cellular analysis.
New approaches for one-step microfluidic bioassays have
been recently reported, mainly fabricated from PDMS. Sam-
ples are traditionally loaded in microfluidic devices using sy-
ringes,13 electrokinetics,14 or centrifugal forces,7 however
pressure-driven delivery methods have the disadvantage of re-
quiring external bulky equipment. Inspired by lateral flow
tests new miniaturised devices were recently developed oper-
ating by capillary action.15–17 The advantages and applica-
tions of microfluidic diagnostic devices working with capil-
lary action are extensively discussed elsewhere.18–20 In situ
delivery of assay reagents in capillary-driven microfluidic de-
vices is not trivial, and new approaches included inkjet print-
ing;15 embedding in a substrate-copolymerized hydrogel net-
work;21 use of a dissolvable reagents membrane;22 or
trapping within a soluble PEG-based coating.23
Fluorinated ethylene propylene (commercially known as
Telfon® FEP) is a copolymer of hexafluoropropylene and tetra-
fluoroethylene, belonging to a class of fluorocarbon-based poly-
mers with multiple strong carbon–fluorine bonds characterised
by a refractive index close to that of water and hydrophobic sur-
face. Our research group has recently pioneered rapid and high
sensitivity sandwich immunoassays in FEP microfluidic
devices24–26 characterised by simple connectivity, facile to
multiplexing and low manufacturing cost. The optical
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properties of FEP favours optical interrogation of bioassays with
e.g. smartphones,26 however the hydrophobic nature of Teflon®
FEP remains incompatible with the capillary action required for
simple, one-step microfluidic bioassays.
We present in Fig. 1 a new microfluidic lab-on-a-stick ap-
proach which uniquely combines key features of dipstick
tests with the fluidic format and capabilities of microfluidic
lab-on-a-chip systems, namely: 1) simple use – just dip and
read; 2) low cost and scalable manufacture; 3) reagents stored
dry and released into the sample; and 4) reagents in different
locations allowing multiple tests to be performed on a single
sample. Since lab-on-a-stick is a microfluidic system, it is suit-
able for particulate samples including cellular analysis.27,28
Lab-on-a-stick test strips are produced by surface modifica-
tion of fluoropolymer microcapillary film (MCF), a low-cost
mass manufactured microengineered material capable of
performing multiple quantitative and sensitive assays in an
array of cylindrical microfluidic channels embedded in an
optically transparent ribbon.29 The excellent optical transpar-
ency of the fluoropolymer MCF material is ideal for naked
eye detection or measurement with portable, inexpensive op-
toelectronic equipment including a smartphone camera26
that cannot be matched by a bundle of individual micro-
capillaries as previously explained in Edwards et al.30 In con-
trast to previous work that demonstrated biomarker measure-
ment by heterogeneous immunoassays in fluoropolymer
MCFs, the novelty of the lab-on-a-stick lies in the instant
homogeneous assay format and the application to a broad
range of different assays for testing cellular samples.
Experimental
Hydrophilic coating of microcapillary film
MCF was produced by Lamina Dielectrics Ltd (Billingshurst,
West Sussex, UK) from Teflon® FEP (Dupont, USA) using a
melt-extrusion process,29 and consisted of an array of 10 par-
allel microcapillaries with a mean hydraulic diameter of 206 ±
12.6 μm. The fluoropolymer MCF was subsequently modified
by coating the inner surface of the microcapillaries with a per-
manent hydrophilic layer of PVOH. This involved recirculating
at a flow rate of 50 mL h−1 overnight a volume of 100 mL of a
5 mg mL−1 solution of poly(vinyl alcohol) (PVOH) in water
(MW 13000–23000, >98% hydrolysed for ABO blood grouping
experiments; MW 146000–186000, >99% hydrolysed for bacte-
ria and MIC testing – all from Sigma-Aldrich, UK). A 6 m long
fluoropolymer MCF was attached to a FPLC P-500 Pharmacia
Biotech pump using Upchurch flangeless tube fittings (Kine-
sis, UK). The PVOH coating was then crosslinked with glutaral-
dehyde by manually filling the MCF with a freshly prepared 5
mg mL−1 of PVOH solution containing 5 mM of glutaraldehyde
(Sigma-Aldrich, UK) and 5 mM HCl (Sigma-Aldrich, UK) for 2
hours at 37 °C, followed by manual washing with water and
drying with multiple changes of air using a 50 mL syringe.
Measurement of contact angle
The equilibrium contact angle for both uncoated and PVOH
coated FEP microcapillary film was determined using the
capillary rise method. A 15 cm long dried MCF strip was im-
mersed in deionised water in a transparent reservoir, and the
difference between liquid level within each capillary and liq-
uid level in the reservoir, H recorded. For uncoated MCF (hy-
drophobic, yielding negative liquid rise) the strip was im-
mersed until a meniscus was visible within all 10 capillaries.
For hydrophilic (positive liquid rise) the strip was immersed
10 mm into the water and meniscus allowed to equilibrate
before recording the position. Due to the nature of melt-
extrusion process, capillaries at the edge are slightly flattened
and smaller because of the drawing ratio, consequently the
equilibrium contact angle in the elliptical microcapillaries
was estimated from liquid height based on a modified
Young–Laplace's equation:
(1)
Fig. 1 Lab-on-a-stick assay concept. a) Mass manufacturing of
multiplex test strips requires three simple steps: i) the internal surface
of melt-extruded fluoropolymer MCF containing 10 microcapillaries is
bulk coated with a hydrophilic crosslinked PVOH layer. ii) Individual
capillaries are loaded in bulk with reagent solutions, and then excess
reagents removed leaving a thin film of reagent deposited on the inner
surface of the microcapillaries which is then dried. iii) Single dip-strip
test devices are prepared by trimming the long MCF reel. b) Each
microcapillary within the dip-strip contains a hydrophilic coating cov-
ered with a thin film of dried reagentĲs). c) When dipped into an aque-
ous fluid such as blood, i) the sample is drawn up by capillary action
into all 10 microcapillaries and ii) reagents quickly released, performing
multiple microfluidic assays.
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where γ is surface tension for water (taken as 72.8 mN m−1), θ
is the contact angle (in radians), ρ is the density of water
(taken as 997.1 kg m−3), g is the gravitational acceleration,
and a and b the width and depth, respectively, in meters of
the elliptical capillary as measured by analysing several cross-
sections of the MCF using optical microscopy and Image J
software (NIH, USA).
Reagent loading
The method used for loading reagents is simple, scalable and
rapid (Fig. 1a and 2). Concentrated solutions of assay reagent
or reagent mixtures were filled into individual capillaries
(Fig. 2a) in bulk reels of 0.5–5.0 meters of PVOH coated MCF.
After a short incubation (from 5 minutes up to 2 hours), the
bulk loading solution was removed leaving behind a thin yet
uniform liquid film containing reagents (Fig. 2b), and if re-
quired, the deposited liquid reagent film was gently dried
with dry air or nitrogen.
Efficiency of reagent loading
For quantitation of reagents deposition in the PVOH coated
MCF, individual microcapillaries within a reel of 200–2000
mm were filled using a 30G needle with the appropriate re-
agent solutions, and after 5 min the excess loading solution
was removed by manually injecting air into all capillaries
with a 50 mL plastic syringe. The released reagent concentra-
tions were measured by dipping one or more 80 mm long
loaded MCF strip into water and allowing microcapillaries to
fill completely by capillary action, incubating for 5 min, and
then completely removing released solution, followed by
quantitation of released reagent concentration in eluted sam-
ple by UV absorbance (antibody), enzymatic end-point assay
(glucose), or by quantitative LC-MS (antibiotics).
Proof-of-concept lab-on-a-stick assays
For ABO blood typing, microcapillaries were loaded with
ALBAclone® Monoclonal ABO antisera anti-A, anti-B or anti-D
reagents used as supplied, and devices tested with simulated
whole blood ALBAcheck®-BGS (Alphalabs, UK), and strips
recorded with a CCD camera. For bacterial identification by fer-
mentation, one colony of E. coli (ATCC 25922), S. typhimurium
(strain SL3261) or P. aeruginosa (ATCC 27853) on LB agar plates
was re-suspended in 100 μl of fermentation broth (0.1 g L−1
Trypticase, 5 g L−1 NaCl) containing 1 mg mL−1 of phenol red
(all sourced from Sigma-Aldrich, UK). Test strips loaded with
the indicated panel of sugars were then dipped into each bacte-
rial suspension and incubated for 4 h at 37 °C. For antibiotic re-
sistance measurement, 30 cm long PVOH coated MCF strips
were loaded with a 2-fold serial dilution of the indicated antibi-
otic at concentrations ranging from 100 to 0 μg ml−1. The MCF
was then trimmed into 40 mm long test strips and dipped into
samples containing one bacterial colony re-suspended in 100 μl
of Muller Hinton media and diluted 10000 fold in the same
media supplemented with 1 mg mL−1 of resazurin and incu-
bated overnight at 37 °C. Colorimetric microbiology test strips
were imaged with a Fujifilm XF1 or Canon S120 camera using
white background illumination.
Results and discussion
A core step in the development of this novel lab-on-a-stick
concept devices is the modification of the internal surface of
a 10-bore ∼200 μm internal diameter MCF manufactured
from Telfon-FEP® (Fig. 3a) – previously used in our research
group to perform rapid, high sensitivity ELISA25,30 – with a
hydrophilic coating consisting of cross-linked PVOH which
introduced two new features with a single modification step.
Firstly, the PVOH coating dramatically reduced the contact
angle of the FEP microcapillaries allowing sample uptake by
capillary action. Secondly, the PVOH coating also facilitated
simple deposition of a very thin film of reagents within the
capillaries for in situ reagent delivery. These two key steps
were studied in detail.
Although commercially known as a non-stick surfaces,
fluoropolymers like FEP have been previously coated with
cross-linked low-molecular weight PVOH31 or high-molecular
weight PVOH,32 the last is extensively described also in US Pat-
ent 7179506 B2. Consequently, this work has fully focused on
surface modification of FEP microcapillaries with PVOH, to
our knowledge something unreported to date.
Liquid rise in FEP-Teflon microcapillaries
The equilibrium contact angle measured with liquid rise ex-
periments and Young–Laplace equation for uncoated fluoro-
polymer MCF was very high, with a mean value of 123 ± 1.6
degrees across the whole MCF strip (Fig. 3b). The dimensions
of individual microcapillaries are shown in Table 1. The
cross-section of capillaries was fitted to an ellipse, where a
represents the major axis (capillary width) and b the minor
Fig. 2 Reagents loading in the PVOH-coated microcapillaries. a) Cap-
illaries are fully loaded with reagents solution. b) Excess liquid is re-
moved by aspirating air or inert gas, leaving behind a thin film of re-
agents deposited on the wall of the capillaries.
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axis (capillary depth). The high contact angle of uncoated
microcapillaries is linked to the very hydrophobic nature of
FEP-Teflon material. The coating procedure reduced the con-
tact angle to 67 ± 2.2 degrees (Fig. 3b), making it possible to
drawn up aqueous samples such as whole blood by capillary
action without the need of hydraulics. Liquid rise in the par-
allel array of PVOH coated microcapillaries was found to be
fast yet very consistent across the whole 10-bore strip. This is
further demonstrated by the film provided in ESI† showing
drawn up of whole blood. When capillaries were dried by
manually blowing air through the strips using a 50 mL plas-
tic syringe, and liquid height measurements repeated two fur-
ther times, we noted that the gluteraldehyde crosslinking was
important to obtain a stable coating with a contact angle that
did not change during reagent loading and sample testing. A
detailed characterisation of the inner surface of multiple
PVOH-coated microcapilaries by SEM and AFM revealed the
PVOH-coating was homogeneous along and across the micro-
capillaries (see Supplementary methods and Fig. S4 and S5 in
ESI†), an important feature for obtaining consistent liquid
rise results. The time required for the liquid to reach the
maximum (equilibrium) liquid height set by the Laplace pres-
sure was in the order of 10 seconds (Fig. 3c).
Liquid rise in the hydrophilic microcapillaries was suc-
cessfully modelled by performing a full pressure balance to
the microcapillaries:
ΔPL = ΔPH + ΔPF (2)
The Laplace pressure drop across the air–water–wall interface
is given by:
(3)
and the pressure head in the liquid height H given by:
ΔPH = gρH (4)
The pressure drop imposed by frictional losses in the cap-
illary is given by the Darcy–Weisbach equation:
(5)
Fig. 3 Capillary flow in vertical FEP microcapillaries. a) Microphotograph
showing the cross section of the 10-bore FEP microcapillary film. b) Equi-
librium contact angle in individual microcapillaries for the MCF uncoated
and MCF coated with crosslinked PVOH; error bars represent one standard
deviation from at least three experimental replicas. c) Water rise in individ-
ual microcapillaries, showing the initial liquid rise follows a pure discharge
system that cannot be modelled by Lucas–Washburn equation. d) Model-
ling of superficial flow velocity, dH/dt in random capillary number 2.
Table 1 Size of individual microcapillaries in Telfon FEP MCF and maxi-
mum (equilibrium) liquid height, H in PVOH coated MCF
Capillary #
Major axis
capillary, a
(μm)
Minor axis
capillary, b
(μm)
Hydraulic
diameter,
dh (μm)
Maximum,
equilibrium
height, H (mm)
1 190.7 207.1 198.4 58.9 ± 3.73
2 182.7 249.5 208.5 58.0 ± 1.73
3 200.4 245.1 219.4 56.7 ± 1.63
4 202.6 271.9 229.7 57.2 ± 0.59
5 200.0 282.4 230.8 54.1 ± 3.90
6 201.6 283.3 232.3 51.7 ± 1.51
7 205.6 272.1 232.0 49.5 ± 2.77
8 196.1 238.9 214.4 52.3 ± 5.16
9 182.7 250.9 208.9 52.8 ± 2.80
10 192.0 200.4 196.1 48.3 ± 7.44
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For laminar flow regime, the Darcy friction factor fD is given by:
(6)
where the Reynolds number, Re is given by:
(7)
The Laplace pressure in elliptical capillaries is more accu-
rately represented by Young–Laplace's law shown in eqn (1),
however for simplicity of the model capillaries were approxi-
mated in eqn (3) by considering the hydraulic diameter, dh:
(8)
where A is the cross-section area of the capillary, and P the
perimeter.
For horizontal flow in hydrophilic microcapillaries the
pressure head term ΔPH in eqn (2) can be neglected, and the
pressure balance solved in respect to the superficial flow liq-
uid velocity, uĲt) or dH/dt:
(9)
Integration of eqn (9) leads to the well-known Lucas–
Washburn equation that governs capillary action in cylindri-
cal pores, including paper33 and nitrocellulose test strips:
(10)
For capillary flow in vertical hydrophilic microcapillaries
the full pressure balance in eqn (2) yields the following ana-
lytical solution for dH/dt:
(11)
Surprisingly, it was observed that liquid height, H in-
creased linearly with time (Fig. 3c), suggesting capillary flow
in the microcapillaries at the initial stages of capillary rise
(i.e. up to 40% of Laplace height) is not governed by surface
tension, and rather dH/dt followed the superficial flow veloc-
ity predicted for gravity discharge from a vertical capillary
(Fig. 3d). The pressure balance for gravity emptying of a cap-
illary can be written as:
ΔPH = ΔPF (12)
Note the pressure balance in eqn (12) requires the flow re-
sistance force to have opposite direction to that of the head
pressure. The pressure balance can be solved yielding:
(13)
Eqn (13) can be integrated in respect to time yielding:
(14)
The Lucas–Washburn equation was found unable to pre-
dict liquid rise in the vertical PVOH coated FEP micro-
capillaries as shown in Fig. 3c, over-predicting the superficial
flow velocity in the capillaries by up to one order of magni-
tude (Fig. 3d) as it ignores the effect of gravity on the capil-
lary flow. For small values of H (therefore large values of 1/H)
the superficial flow velocity in the individual capillaries was
consistent with dH/dt values predicted for a pure discharge
system represented by eqn (13).
It is unknown the reason why the direction of flow resis-
tance or pressure head forces in eqn (12) is opposite that in
eqn (2), but it appears that upon immersing the bottom tip
of the PVOH coated microcapillaries in an aqueous liquid,
the movement of the air–liquid meniscus is controlled by the
speed of wetting, and the hydrophilic nature of the
crosslinked PVOH coating creates a “pulling” force similar to
that of a mechanical liquid pump. The liquid being “pulled”
upwards in the hydrophilic capillary consequently behaves
similarly to gravitational emptying of liquid from a vertical
hydrophobic capillary. The contact angle appears relevant to
set the direction for the force, yet the superficial flow velocity
and flow resistance is not dependent on the surface tension
force during this stage of “steady” liquid flow. This agrees
with pressure balance models that governs e.g. continuous
immiscible liquid–liquid flow in microcapillaries, see for ex-
ample Scheiff et al.34 Once H reached around 40% of the
equilibrium Laplace height surface tension governs liquid
rise in the capillary, with dH/dt following closely the analyti-
cal solution for the full pressure balance in eqn (11) (Fig. 3d).
Note that in order to accurately predict the Laplace height
in the elliptical capillaries with eqn (11) – which is based on
dh, therefore only accurate for a circular capillary – a best-
fitted value for surface tension was used instead, γ = 83.9 mN
m−1. This allowed reducing deviations of predicted maximum
H from up to 24% down to up to 12%. The Lucas–Washburn
equation was unable to predict a maximum liquid rise in a
microcapillary, for not considering a maximum equilibrium
height in the pressure balance equation.
The full pressure balance model herein presented is essen-
tial for understanding the dynamics of fluid wicking in the
PVOH-coated microcapillaries, and future studies will look at
integration of this model with the control of reagents release
from the thin film in the microcapillaries.
Reagent loading
The reagents loading process proved effective for a wide
range of assay reagents tested with a broad spectrum of
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physicochemical properties, ranging from small molecules
such as sugars and organic dyes, through to large macromol-
ecules such as antibodies (Table 2). We found that a very
wide range of reagents could be loaded as a thin film in the
MCF strips coated with crosslinked PVOH (as shown in
Fig. 2b), followed by washing the strips with a small volume
of water and performing appropriate analysis to the eluted
samples to determine by mass balance the overall amount of
reagents loaded and released. This is further detailed in Ex-
perimental section in the manuscript. The mass fraction of
reagents deposited and released varied from 0.8 wt% with tri-
methoprim to 4.3 wt% with glucose (Table 2). Viscosity and
surface tension of each reagent solution was not measured,
however there was a clear correlation between the increase in
loading efficiency for more concentrated reagent solutions
which is linked to a capillary number effect as detailed else-
where.35,36 The variable loading efficiency seen with some re-
agents in these proof-of-concept experiments (e.g. ciprofloxa-
cin, Table 1) was subsequently found to be caused by manual
reagent loading without carefully controlling the velocity of
excess reagent removal, and can be reduced using constant
airflow (e.g. using a syringe pump). Note that although load-
ing/release efficiencies appear very low, residual reagent solu-
tion removed from the microcapillaries during the wall depo-
sition procedure can be reused, reducing waste. We have
subsequently developed a modified procedure that allows
100% efficiency for deposition of assay reagents in the PVOH
coated microcapillaries, this will be subject of future
publications.
The crosslinked PVOH coating was found to be unaffected
by reagent loading or release steps. This hydrophilic coating
was found to be very stable as ≥80 mm capillary rise was ob-
served in all 10 capillaries of >100 replicate test strips dipped
into aqueous samples in many different locations after both
extended storage at room temperature, and after interna-
tional air transportation.
Other methods for entrapment and controlled release of
reagents within glass channels and plastic capillaries have
been developed in the past exploiting hydrogel layers at-
tached to the internal surface of capillaries37 and micro-
channels,38 however these may be limited by the slow diffu-
sivity of reagents through the porous hydrophilic layer, and
may require reagent loading before assembly of micro-
channels. Our loading method is simpler, allows more rapid
reagent release and efficient mixing with sample at the me-
niscus, and the use of MCF allows multiple parallel tests to
be performed on a single sample. Confocal microscopy of
fluorescent antibody confirmed a rapid radial mixing of re-
agent deposited on the thin film upon the rising of the me-
niscus, followed by a slower rate of reagent release from the
thin film that appeared specific to the molecule (see Fig. S1
and S3†). A possible drawback from this method highlighted
from real time confocal fluorescence imaging was the devel-
opment of a gradient of reagent concentration along the
microcapillaries, with maximum concentration in the region
around the meniscus. This is further detailed in ESI.†
ABO blood typing
We demonstrated the suitability of the lab-on-a-stick approach
for performing assays on eukaryotic cells by developing im-
proved ABO agglutination assays that allow multiplex testing
with simplified detection of agglutination. We illustrated this
concept by performing instantaneous ABO blood typing but
the same principle is valid for related tests such as red blood
cell or latex agglutination assays. Individual microcapillaries
within a 2 m long hydrophilic coated MCF (Fig. 4a) were
loaded with agglutinating antibodies against red blood cell
antigens, in particular anti-A, anti-B and anti-D (rhesus factor),
and the remaining 4 capillaries left unloaded (working as neg-
ative controls), and trimmed into 10 cm long dipsticks. Within
few seconds of being dipped into reconstituted blood (with
40% red blood cell content), blood samples rose by capillary
action up to ∼80 mm in height. In microcapillaries loaded
with agglutinating antibody against red blood cell antigens, ag-
gregation and clustering was rapidly observed indicating posi-
tive red blood cell agglutination (Fig. 4). In contrast, in control
microcapillaries or those loaded with antibodies against RBC
antigens not present on that sample, a uniform red colour was
seen indicating lack of agglutination. This is further demon-
strated in the film provided in ESI.† Note that in enlarged im-
ages shown, capillary 6 for the B+ sample appears less obvi-
ously agglutinated than other agglutinated capillaries; in this
particular capillary agglutination was more clearly apparent
higher up the test strip.
The agglutination was most intense at the highest point of
the blood filled microcapillary, and near the inlet no
Table 2 Efficiency and thin film reagents deposition and release in lab-on-a-stick strips
Reagenta Assay/application Loading solution concentration Released concentrationa Loading efficiency wt%
Human IgG Immunoassay 15.12 ± 0.02 mg mL−1 0.41 ± 0.08 mg mL−1 2.7
Mouse IgG Immunoassay 900 ± 40 μg mL−1 36 ± 9 μg mL−1 3.9
Anti-A agglutinating reagentb ABO blood typing 4.6 ± 0.4 mg mL−1 0.098 ± 0.002 mg mL−1 2.1
Anti-B agglutinating reagent ABO blood typing 6.2 ± 0.09 mg mL−1 0.18 ± 0.02 mg mL−1 2.9
Anti-rhesus agglutinating reagent ABO blood typing 11 ± 0.1 mg mL−1 0.28 ± 0.01 mg mL−1 2.5
Glucose Fermentation 500 mg mL−1 21 ± 2 mg mL−1 4.3
Trimethoprim Antibiotic resistance 2.5 mg mL−1 23 ± 11 μg mL−1 0.8
Ciprofloxacin Antibiotic resistance 3.0 mg mL−1 51 ± 31 μg mL−1 1.7
a Released concentrations represent mean ± 1 S.D. of 3 replicate measurements. b ABO agglutinating reagents contained monoclonal
agglutinating antibodies plus BSA carrier and therefore total protein concentration was measured.
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agglutination was detected, reflecting a more intense agglutina-
tion reaction near the meniscus of the fluid. This is linked to
the rate of reagents release from the thin film and a level of
convective release of reagents generated by the rising meniscus,
as detailed in Fig. S1 and S3 in ESI.† In addition, we noticed a
reduced capillary rise in capillaries where agglutination was ob-
served (Fig. 4b), this is clearer in strips loaded with only anti-A
antibodies in Fig. S6b.† A positive agglutination reaction results
in strong binding of RBCs that leads to changes in viscosity
and surface tension of the solution, consequently changes in
equilibrium liquid height. We also noticed distinct rates of reac-
tion of the different agglutination antibodies, consequently the
variability in the terminal liquid height in the multiplexed tests
shown in Fig. 4 is intrinsically linked to the combined effect of
the rate of release of reagents, the rate of agglutination reaction
and changes in physical properties of the fluid.
Potentially the loading and release of reagents from the
thin film in the lab-on-a-stick can be optimised for enhancing
positive/negative discrimination of the agglutination reaction.
In addition, agglutination in microcapillaries provide very
clear and simple optical detection of agglutination that is not
possible in conventional Eldon card or on a transparent glass
slide, as shown in Fig. S6 in ESI.†
Bacterial identification testing
The lab-on-a-stick is also ideally suited to performing assays
on prokaryotic cells. We successfully multiplexed and
miniaturised classical analytical microbiology tests for phe-
notypical identification of bacteria and for quantitative mea-
surement of antibiotic susceptibility. These two critical and
routine microbiology tests are still confined to the laboratory,
and cost-effective rapid and portable versions of laboratory
microbiology tests are urgently needed.39 To perform pheno-
typical identification tests, a panel of sugars was loaded
within individual microcapillaries in an hydrophilic coated
fluoropolymer MCF at sufficient concentrations to perform
fermentation assays in the microcapillaries (Fig. 5a). When
test strips were dipped into bacterial colonies resuspended in
fermentation medium containing the classical pH indicator
phenol red, only in the presence of bacteria capable of
fermenting each particular sugar did the pH indicator change
colour indicating media acidification (Fig. 5b). This allowed
discrimination between E. coli and Salmonella based on lac-
tose fermentation; E. coli and Salmonella enterica are pheno-
typically very similar, but only E. coli ferments lactose. In con-
trast, when unable to ferment the sugar, metabolism of
Fig. 4 Instantaneous ABO blood typing. a) Hydrophilic coated MCF
test strips were loaded with A, B or rhesus blood antigen agglutinating
antibodies. b) Test strips were dipped into blood samples and
photographed after capillary rise was complete. c) Magnified images of
ABO test strips showing capillaries with negative and positive
agglutination; agglutination was observed only in capillaries where
appropriate blood group antigens were present on RBCs. Image
presented representative of >10 independent ABO agglutination assays
in lab-on-a-stick test strips.
Fig. 5 Microfluidic dipstick bacterial identification and antibiotic
susceptibility testing. a) Hydrophilic coated FEP MCF was bulk loaded
with the 5 indicated sugars, and test strips cut and dipped into individual
colonies of the indicated bacteria resuspended in an orange pH
indicator broth. b) After 4 h incubation, bacteria capable of fermenting
each sugar produced a yellow colour indicating acidification, in contrast
to orange-red colour indicating no fermentation. c) MIC test strips
loaded with serial dilutions of the indicated antibiotics were dipped into
E. coli samples resuspended in resazurin indicator medium, and imaged
after overnight incubation. Bacterial growth converted the blue medium
through pink to white, and capillaries remained blue when antibiotic
concentration sufficient to inhibit growth. Example images of fermenta-
tion assays are representative of multiple assays performed with more
than 5 different sugars and multiple bacterial samples, and MIC assays
are representative of multiple MIC assays performed with a total of 4
different antibiotics and 3 different bacterial strains. Note that image
contrast and brightness was adjusted equally for all test strip images.
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media components raised the pH leading to a change from
orange to pink. Likewise, with the non-fermenting control or-
ganism P. aeruginosa, pH was raised in the presence of all
sugars, giving pink colour. Thus careful selection of an inter-
mediate orange indicator colour for the indicator medium
allowed for detection of both fermentation lowering pH, and
metabolism of other energy sources raising pH.
Although fermentation assays are not alone able to defini-
tively identify bacterial species, they remain the single most
commonly used and internationally accepted microbial iden-
tification assays. The more different fermentation substrates
tested, the more reliably a bacterial sample can be identified,
therefore this exemplar cellular assay demonstrates clearly
the advantage of low cost multiplex MCF test strips where 10
tests can be performed per test strip, and multiple strips can
be used to test a single sample to increase multiplexing be-
yond 10 assays. The second most common test is enzymatic
assays e.g. using colorimetric substrates such as ONPG for
beta-galactosidase enzyme, which are likewise ideally suited
to performing in lab-on-a-stick test strips. As an example, we
demonstrated that the antibiotic resistance enzyme beta-
lactamase could be rapidly detected in MCF using the chro-
mogen nitrocefin (Fig. S4†).
Functional minimum inhibitory concentration assays
Given the rise of antimicrobial resistance, it is critically im-
portant that we develop improved antibiotic resistance tests.
We developed a dipstick microfluidic minimum inhibitory
concentration (MIC) assay to quantify antibiotic susceptibility
which detects the lowest concentration of antibiotic that in-
hibits growth. Individual microcapillaries in were loaded with
2-fold serial dilutions of antibiotics, and 30 mm lab-on-a-stick
MIC test strips were dipped into E. coli samples resuspended
in resazurin growth indicator medium. Following incubation,
when bacteria grew inside microcapillaries the indicator me-
dium changed from blue to pink indicative of conversion of
resazurin to resorufin, and eventually to white at high bacte-
rial cell density after overnight incubation. In the MIC test
strips, colour changed from blue to white only in micro-
capillaries where the antibiotic concentration was too low to
inhibit cell growth. At higher concentrations of antibiotic the
capillaries remained blue, demonstrating growth inhibition
and thereby the minimal inhibitory concentration (Fig. 5c).
Note that although FEP is relatively oxygen permeable as
previously reported,40 we have not determined the accessible
oxygen levels within MCF test strips, as in common with
many other clinically and industrially important bacteria, E.
coli are facultative anaerobes and grow both in the presence
and absence of oxygen.
MIC values in microfluidic dipstrips were measured by
calculating the released concentration of antibiotic in the last
capillary that remained blue by multiplying the loading solu-
tion concentration by the antibiotic loading efficiency in
Table 2. Similar MIC values were obtained to those measured
using a conventional resazurin microplate (Fig. S7 and Table
S1†) method with ATCC 25922 E. coli strain showing MIC of
0.24 μg mL−1, and 0.011 μg mL−1 for trimethoprim and cipro-
floxacin respectively when measured in lab-on-a-stick
dipstrips, compared to 0.25 μg mL−1 and 0.015 μg mL−1 mea-
sured in microplates (Fig. 5c). When clinical E. coli urinary
tract infection (UTI) isolates were tested, for many samples
cell growth was observed in all capillaries indicating antibi-
otic resistance. Antibiotic resistance observed in lab-on-a-
stick MIC tests on clinical UTI isolates matched the resis-
tance profile determined using conventional disc diffusion
methods. Note that a gradient of cell growth is visible in cap-
illaries at threshold concentrations of antibiotics. This re-
flects the gradient of antibiotic released into the sample as it
rises into the microcapillary, with the highest concentration
at the top showing stronger blue colour in contrast to the
lower concentration at the bottom where growth is detect-
able. This gradient of reagent concentration is further de-
tailed in Fig. S2† and found to be minimised by having
shorter test strips, potentially providing additional quantita-
tive information about antibiotic susceptibility.
It is important to understand that small variations in bac-
terial growth and cell density in the presence of a marginal
concentration of antibiotic lead to variable MIC observed.
This is true even with internationally recognised standardised
microplate MIC assays, and with internationally accepted
standard reference strains of E. coli, variations over a 4-fold
range are considered acceptable.41 Indeed, the parallel micro-
plate assays performed alongside lab-on-a-stick tests showed
2 to 4-fold variation in observed MIC between two repeat
tests (see Fig. S4 in ESI†). What is critical is to measure order
of magnitude changes in antibiotic sensitivity, with MIC typi-
cally tested over a 100–1000-fold range.
The antibiotic loading solution in these proof-of-concept
studies were manually removed using a syringe to drive air
through, which led to relatively high variation in antibiotic
loading seen in Table 1. However, this variation can be elimi-
nated by loading using syringe pumps, and the inherent vari-
ation in MIC measurements over a 2- to 4-fold range means
that the manually prepared strips remained highly informa-
tive in spite of this variability in antibiotic loading.
Conclusions
The new lab-on-a-stick approach is simple yet flexible,
uniquely combining the benefits of conventional dipstick
tests with the capabilities of microfluidic systems. The coat-
ing of FEP microcapillaries with crosslinked PVOH in one
step both reduces the contact angle of the FEP micro-
capillaries for sample uptake by capillary action, and facili-
tates in situ assay reagent delivery. Sample uptake by capillary
action is predictable with a full pressure balance, which con-
siders surface tension, resistive and pressure head forces.
Lab-on-a-stick provides a cost-effective, simple, portable and
flexible multiplex platform for a range of assays, and this
proof-of-concept study should lead to the development of a
new generation of advanced yet affordable point-of-care tests
for global applications.
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